
          BNL 30 Awg wire with PFA insulation Test    3/13/2015  –  3/26/2015 

 

1. Room temp. test 
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Lifetime – green pen 

Impurities – brown pen 

Liquid level – yellow pen 

Water – black pen   (in room temp water meter didn’t work for some time, actually water increased to 17.9 ppb) 

 

 

 

 



2. Liquid test 

3. Vapor Test 
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Lifetime – green pen 

Impurities – brown pen 

Liquid level – yellow pen 

Water – black pen 

Temperature – magenta pen 


